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Identifier 1 Identifier 2 Analysis Comment Preparation Method 

235494 HW17 g(1787) P-37614 2C1 02/10/2012 hd_9v.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1962] Gas H2 

Background: 4.60 mV,1.78 mV Magnet [Steps] 980 

Pressure Adjustment: Left: 8997.2 Right: 8999.3 (Manual A Cups 1 

Ref. Name: d 2H/1 H 
I vs. I 

2.0 

HD-5b -263.980 I /SMOv1 
0 H3 Factor 2.370689 

Raw Data 
lnt.2 lnt.3 lnt.2 lnt.3 rR 3H2/2H2 R rd 3H2/2H2 [per d d 2H/1 H 
Sample Sample Standard Standard 3H2/2H2 mil] vs. HD-5b 3H2/2H2 [per mil] vs. 
[mV] [mV] [mV] [mV] [per mil] VS MOW 

vs. 
\IC•.,--..,., 

Pre 8985.732 2264.435 

1 8954.398 2533.320 8972.352 2260.622 0.2616854 0.000260 134.348 -165.097 -165.097 

2 8940.023 2528.454 8957.667 2256.925 0.2616301 0.000260 134.065 -165.305 -165.305 

3 8924.997 2524.581 8943.648 2252.428 0.2617079 0.000260 134.499 -164.986 -164.986 

4 8911.031 2520.265 8929.986 2249.821 0.2617000 0.000260 134.339 -165.104 -165.104 

5 8895.760 2515.741 8916.921 2245.587 0.2617131 0.000260 134.271 -165.154 -165.154 

6 8879.993 2511.349 8901.456 2241.700 0.2617581 0.000260 134.557 -164.943 -164.943 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 3H2/2H2 [per mil] vs. VSMC -165.098 0.129 0.052 0 

d 2H/1 H [per mil] vs. VSMOW -165.098 0.129 0.052 0.013002 0 
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